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MagnetOs, Vitoss, and Novabone in a Multi-endpoint
Study of Posterolateral Fusion

A True Fusion or Not?

Lukas A. van Dijk, MSc,*† Florence Barrère-de Groot, PhD,*
Antoine J.W.P. Rosenberg, MD, PhD,† Matthew Pelletier, PhD,‡ Chris Christou, PhD,‡

Joost D. de Bruijn, PhD,*§ and William R. Walsh, PhD‡

Study Design: This study was a multi-endpoint analysis of bone graft
substitutes implanted as a standalone graft in a clinically relevant
Ovine model of instrumented posterolateral spinal fusion (PLF).

Objective: The objective of this study was to obtain high-quality
evidence on the efficacy of commercial bone graft substitutes
compared with autograft in instrumented PLF using a state-of-
the-art model with a complete range of assessment techniques.

Summary of Background Data: Preclinical and clinical data on
the quality of spinal fusions obtained with bone graft substitutes
are often limited. Calcium phosphates with submicron top-
ography have shown promising results in PLF, as these are able
to induce bone formation in tissues distant from the host bone,
which facilitates bony union.

Methods: Nine female, skeletally mature sheep (4–5 y) underwent
posterior pedicle screw/rods instrumented PLF at L2–L3 and L4–
L5 using the following bone graft materials as a standalone graft
per spinal segment: (1) biphasic calcium phosphate with submicron
topography (BCP<µm), (2) 45S5 Bioglass (BG), and (3) collagen-β-
tricalcium phosphate with a 45S5 Bioglass adjunct (TCP/BG).
Autograft bone (AB) was used as a positive control treatment.
Twelve weeks after implantation, the spinal segments were evaluated

by fusion assessment (manual palpation, x-ray, micro-computed
tomography, and histology), fusion mass volume quantification
(micro-computed tomography), range of motion (ROM) testing,
histologic evaluation, and histomorphometry.

Results: Fusion assessment revealed equivalence between AB and
BCP<µm by all fusion assessment methods, whereas BG and TCP/
BG led to significantly inferior results. Fusion mass volume was
highest for BCP<µm, followed by AB, BG, and TCP/BG. ROM
testing determined equivalence for spinal levels treated with AB and
BCP<µm, while BG and TCP/BG exhibited higher ROM. Histo-
logic evaluation revealed substantial bone formation in the inter-
transverse regions for AB and BCP<µm, whereas BG and TCP/BG
grafts contained fibrous tissue and minimal bone formation. His-
tologic observations were supported by the histomorphometry data.

Conclusions: This study reveals clear differences in efficacy be-
tween commercially available bone graft substitutes, emphasizing
the importance of clinically relevant animal models with multi-
endpoint analyses for the evaluation of bone graft materials. The
results corroborate the efficacy of calcium phosphate with sub-
micron topography, as this was the only material that showed
equivalent performance to autograft in achieving spinal fusion.

Key Words: synthetic bone grafts, posterolateral fusion, pre-
clinical model

(Clin Spine Surg 2020;00:000–000)

Spinal fusion procedures involve the use of bone grafts
to mechanically and biologically conjoin ≥ 2 consec-

utive spinal segments. Posterolateral spinal fusion (PLF) is
one of the more challenging bone grafting indications
performed clinically, because it requires the formation of a
large, consolidated bone mass through the paraspinous
soft tissues with limited host bone contact. To avoid ad-
verse effects related to the harvesting of iliac crest–derived
bone graft,1 synthetic bone graft materials are used as
extenders or substitutes of autograft bone (AB). Numer-
ous synthetic bone grafts are available on the market, of
which many are based on calcium phosphate and bio-
active glass.2,3 Calcium phosphate materials are suitable
bone graft materials due to their similar composition and
structure to mineralized inorganic bone matrix, which
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facilitates excellent osteoconductive and bone-bonding
properties.4 Besides this, specific surface characteristics of
calcium phosphates have been shown to strongly affect
bone regeneration in vivo. Submicron size and morphol-
ogy of calcium phosphate surface features have been
linked to an ability to induce bone formation in tissues
distant from host bone without the addition of stem cells
or growth factors, resulting in enhanced performance in
orthotopic sites.5–9 Bioactive glasses have been shown to
release ionic dissolution products that can stimulate the
activity of osteogenic cells in vitro,10–12 termed osteosti-
mulation. Bioactive glasses have also been shown to elicit
deposition of a crystalline calcium phosphate surface layer
in simulated body fluid,13,14 which has been related to
osteoconduction and strong bone-bonding in vivo.15,16

Although different types of bioactive glass have been
studied in recent years, 45S5 bioactive glass (ie, Bioglass)
developed by Hench and colleagues has been most well-
known as a bone graft substitute material.3

The selection of the most appropriate bone graft for
PLF may be challenging for surgeons, because preclinical
studies on these materials have mostly been performed in
nonclinically relevant models. Few studies have compared
materials from different classes of synthetic bone grafts (eg,
calcium phosphate, Bioglass) in spinal fusion models
in vivo. However, side-by-side comparison of such materials
in well-designed, clinically relevant animal models could
provide valuable insights that could aid surgeons in the se-
lection of treatment options for spinal surgery.

Recently, this research team demonstrated equiv-
alent performance between a calcium phosphate with
submicron topography and the gold standard, autograft,
in clinically relevant animal models of PLF.17,18 One of
these studies involved a challenging Ovine model of in-
strumented PLF with implantation as a standalone bone
graft. In the current work, this Ovine PLF model was
again utilized to compare 3 commercially available bone
grafts based on calcium phosphate and 45S5 Bioglass. The
groups included were (1) a putty formulation of BCP
(biphasic calcium phosphate) with submicron surface
topography, previously shown to have equivalent perfor-
mance to autograft in this model,17,18 (2) a putty
formulation of 45S5 bioactive glass, (3) a collagen-β-tri-
calcium phosphate (βTCP) composite with a 45S5 bio-
active glass adjunct. AB was included as the “gold
standard” reference treatment. Twelve weeks following
implantation, the treated segments were evaluated by a
range of assessment methods, including fusion assessment
[manual palpation, x-ray, micro-computed tomography
(CT), and histology], biomechanical range of motion
(ROM) testing, fusion mass volume quantification (micro-
CT), histologic evaluation of tissue responses, and histo-
morphometry of bone tissue and residual graft material.

METHODS

Materials
Three commercially available bone grafts were ex-

amined in this study. The submicron structured biphasic

calcium phosphate bone graft was provided in a putty
formulation (BCP<µm; MagnetOs Putty; Kuros Bio-
sciences BV, The Netherlands). This formulation con-
tained 1–2 mm calcium phosphate granules with a
submicron surface topography6 and a phase composition
of 65%–75% βTCP and 25%–35% hydroxyapatite, em-
bedded in a fast-resorbing polymer carrier. The polymer
carrier consisted of polyethylene glycol and L‐lactide
monomer and occupied the granule pores and inter-
granular space. MagnetOs Putty is currently not labeled
for use as standalone bone graft in spinal fusion surgery in
the United States.

The bioactive glass-based bone graft was a putty
formulation (BG; Novabone Putty; Novabone Products
LLC) and consisted of ± 70 vol/vol% bioactive glass
(45S5) particles of 32–710 µm in a water-soluble carrier of
polyethylene glycol and glycerin. 45S5 bioactive glass is
composed of ± 45% silica (SiO2), 24.5% calcium oxide
(CaO), 24.5% sodium oxide (Na2O), and 6% phosphorous
pentoxide (P2O5) (wt%).15

The collagen-βTCP composite with 45S5 Bioglass
(TCP/BG; Vitoss BA2X Foam pack, Orthovita Inc.) was
comprised of a bovine type I collagen carrier containing
βTCP particles (≥ 95%–100% βTCP) of 1–4 mm, with a
separate vial of 1.5 g 45S5 bioactive glass particles of
90–150 µm. The implant was prepared according to the
instructions for use. In short, the bioactive glass particles
were loaded onto the collagen-βTCP composite, after
which physiological saline was added, and the composite
was thoroughly mixed. The final composition of the graft
was ± 55% βTCP, 27% 45S5, and 18% collagen (wt%).

Animal Study
A previously described Ovine model of 2-level in-

strumented PLF was used in this study.18 Nine female,
skeletally mature sheep (Ovis Aries, Border Leicester
Merino Cross, 4–5 y, 80–90 kg) were used at the Uni-
versity of New South Wales, Australia, following approval
from the local Animal Care and Ethics Committee
(ACEC). The animals were randomly allocated treatments
at levels L2–L3 and L4–L5 according to a randomization
scheme, with n= 6 for AB, n= 6 for BCP<µm, n= 3 for
BG, and n= 3 for TCP/BG. After the administration of
appropriate antibiotics, analgesics, and anesthetics, sur-
gery was performed, as previously described.18 In brief,
the animal was positioned in sternal recumbency and
draped using sterile technique. The correct levels were
identified and marked preoperatively using fluoroscopy. A
skin incision was made in the dorsal midline, after which
facet joints and transverse processes (TPs) for the relevant
levels were exposed and decorticated. The 2 operative
levels (L2–L3 and L4–L5) were instrumented bilaterally
with polyaxial pedicle screws (Ø 5.5×25 mm) and solid
titanium rods (Ø 5.5 mm). Thereafter, 2 single-level post-
erolateral arthrodeses were performed at the exposed
levels. For each graft material, 10 cm3 of material was
placed into both posterolateral gutters (20 cm3 total per
level) at the appropriate level in direct apposition with the
decorticated TPs, spanning the intertransverse process
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space. Corticancellous autograft was obtained from the
bilateral Os Iliums using rongeurs, after removal of the
cortex. Autograft was reduced to 2–5 mm bone chips that
were mixed to obtain a 1:1 ratio of both donor sites. The
surgical sites were closed in layers. Postoperatively, the
animals were monitored and received proper post-
operative care, antibiotics, and analgesics. At 12 weeks’
follow-up, animals were anesthetized and euthanized by
lethal injection of Lethobarb (325 mg/2 kg intravenously).
The lumbar spines were excised and harvested for end-
point analyses.

Manual Palpation
Directly after harvesting of the spines and removal

of the pedicle rods, 2 trained observers assessed fusion
rigidity of the treated spinal levels in a blinded manner by
manual palpation, as previously described.19 All levels
were graded as fused (rigid, low mobility) or not fused (not
rigid, high mobility) in lateral bending (LB) and flexion-
extension (FE), with an untreated level used as a relative
comparison.

Radiography
Faxitron

Harvested spines were radiographed in the poster-
oanterior plane using a Faxitron (Faxitron Bioptics LLC,
Tucson, AZ) and digital plates (Agfa CR MD 4.0 cassette;
Agfa, Germany). An Agfa Digital Developer and work-
station was used to process the digital images (Agfa CR
75.0 Digitizer Musica; Agfa). The radiographic status of
the spinal arthrodesis was evaluated by 2 experienced
observers in a blinded manner on anteroposterior radio-
graphs using the Lenke 4-point grading scale20 (Table 1).

Micro-CT
Micro-CT was performed on the spines using an

Inveon Scanner (Siemens Medical Solutions USA Inc.,
Knoxville, TN). Scans were made with a slice thickness of
53 µm and were stored in DICOM format. Three-
dimensional reconstructions were generated from the
scans. Status of the spinal arthrodesis was evaluated by 2
experienced observers in a blinded manner in 3 orthogonal
planes (ie, axial, sagittal, coronal) and anterior and pos-
terior 3-dimensional reconstructions. As for the radio-
graphs, the Lenke 4-point grading scale was used to grade
fusion status.

Quantification of Fusion Mass Volume
Fusion mass volume quantification was performed

on TIFF stacks generated from the DICOM scans of the

treated spinal levels using dedicated image computing
software (3D Slicer 4.1021). This was achieved by per-
forming manual, intensity-based selection of the separate
left and right fusion masses on interspersed axial slices (53
µm) throughout the micro-CT files, taking care to exclude
the host vertebrae and TPs. Subsequently, interpolation of
boundaries between adjacent scan layers was performed
using a contour interpolation algorithm,22 resulting in
segmentations of the fusion mass. The total volume of
each fusion mass in cm3 was derived from the number of
voxels in each segmentation, including both (new) miner-
alized bone and residual graft material.

Biomechanical Analysis
Nondestructive biomechanical ROM testing was

performed to obtain a multidirectional flexibility profile of
the treated spinal levels. After removal of the pedicle rods,
each of the spinal levels was mounted onto a 6-axis sim-
VITRO robotic musculoskeletal simulator (Simulation
Solutions Ltd, Stockport, UK and Cleveland Clinic Bio-
robotics Lab, Cleveland, OH). A ±7.5 Nm pure moment
was applied to the spinal levels in LB, FE, and axial ro-
tation (AR). Each loading profile was repeated 3 times,
and a mean value for LB, FE, and AR was recorded in the
ROM degrees.

Histology and Histomorphometry
Following mechanical testing, spines were fixed at

room temperature in 10% formalin in 0.145M phosphate-
buffered saline under gentle rotation for at least 96 hours.
Subsequently, specimens were processed for poly-
methylmethacrylate embedding. A Leica SP1600 saw mi-
crotome was used to cut sections in the sagittal plane from
the region between TPs lateral of the spine at both sides.
From each side, a minimum of 3 sections separated by
300 µm was obtained. A histologic staining of methylene
blue (Sigma; 1% in 0.1M borax buffer, pH 8.5) and basic
fuchsin (Sigma; 0.3% in demi water) was performed to
visualize bone tissue (bone matrix: pink, fibrous tissues:
blue). Sections were examined under a Leica microscope
(Eclipse 50i; Nikon) and were scanned with a slide scanner
(DiMage scan 5400 Elite II; Konica Minolta, Tokyo, Japan)
to obtain low-magnification overviews.

Histologic Evaluation and Fusion Assessment
Histologic evaluation included qualitative assess-

ment of the tissue response, including evidence of in-
flammation, evidence of graft resorption, new bone
formation, and bone marrow space development. Low-
magnification overviews of each section were used for
fusion assessment and histomorphometry. Fusion assess-

TABLE 1. Fusion Grading Scale for X-Ray and Micro-Computed Tomography Assessment Based on the Lenke Classification20

Grade Definition

A Bilateral robust bridging fusion masses (definitely solid)
B Unilateral robust bridging fusion mass and contralateral thin fusion mass (probably solid)
C Unilateral thin bridging fusion mass and probable pseudarthrosis on the contralateral aspect (probably not solid)
D Bilateral thin fusion masses with obvious pseudarthrosis or bone graft resorption (definitely not solid)
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ment by histology was performed by 2 trained observers in
a blinded manner on 3 sections from each lateral side of
the treated spinal level, resulting in 2 scores per level. Each
section was scored as histologically fused if a continuous
bridge of bone tissue was observed between the TPs of L2–L3
or L4–L5, thus connecting the adjacent spinal levels. When at
least 1 of the 3 sections was scored as fused, the sample was
considered “fused” on that side of the spine. If no fusion was
determined in any of the 3 slides, the sections were digitally
stacked and reevaluated for fusion.

Histomorphometry
Histomorphometry of the fusion mass was per-

formed on 3 sections from each side of the treated spinal
level. Pixels representing bone (B) and remaining implant
material (M) in a region of interest (ROI) were pseudo-
colored using image editing software (Adobe Photoshop
5.0). Next, the number of pixels for B, M, and ROI was
recorded, and the area percentage of bone in the available
space was calculated by the following formula: B/(ROI−M)×
100%. In addition, the area percentage of remaining
implant material was calculated by the following formula:
M/ROI×100%.

Statistical Analysis
Statistical analysis of data was performed using

dedicated software tools (GraphPad Prism, San Diego,
CA; SPSS Inc., Chicago, IL). Fusion grading data from
manual palpation, x-ray, micro-CT, and histology were
analyzed by the Fisher-Freeman-Halton exact test. Data
from micro-CT volume quantification, biomechanical
ROM testing, and histomorphometry were analyzed by
analysis of variance followed by Tukey honest significant
difference test for post hoc analysis. Normal distribution
of data was assessed by the Shapiro-Wilk normality test.
For all statistical tests, a significance level of P-value
<0.05 was utilized.

RESULTS

Surgery
All surgeries and study procedures proceeded as

planned. All graft materials handled well, as they were
moldable and easy to implant into the posterolateral
gutters. No adverse events occurred in any animal during
surgery and the 12-week follow-up period.

Manual Palpation
Results of fusion assessment by manual palpation

are presented in Table 2. Successful arthrodesis was
confirmed in all levels treated with AB, with 100% of
specimens graded as rigid in both LB and FE. Results
varied between treatment groups. Although BCP<µm
showed a similar fusion rate to AB with all specimens
scored as rigid, both bone grafts (BG and TCP/BG)
containing bioactive glass were graded as rigid in only 1 of
3 treated levels. All fusion grades by manual palpation
were coherent between reviewers and between the different
modes LB and FE. The difference between groups was
confirmed by statistical analysis.

Radiographic Evaluation and Fusion Assessment
Faxitron radiographs (Fig. 1) were evaluated for

evidence of bone formation and residual graft material in
the posterolateral regions in between TPs of L2–L3 and
L4–L5. In the AB group (Fig. 1A), a consolidated mass of
mineralized bone was observed in the bilateral intertransverse
process regions. Individual autogenous bone particles could
not be discriminated. In the BCP<µm group (Fig. 1B), a large,
radiopaque fusion mass was evident in the region between
the bilateral TPs. Although individual BCP<µm particles
could still be discriminated, the grafts had consolidated
into a dense, continuous fusion mass between the TPs. At
levels treated with BG (Fig. 1C), thin masses of radiopaque
material, which were of variable intensity and continuity,
were observed between TPs. In the TCP/BG group
(Fig. 1D), there was a significant lack of radiopaque
substance in the intertransverse regions of all treated levels.
The TCP/BG grafts had a low radiopacity with a granular
appearance and did not form a consolidated mass at the
treated levels.

On micro-CT reconstructions (Fig. 2), a bony fusion
mass forming a bridge between L2–L3 or L4–L5, was
commonly observed in the AB group (Fig. 2A). In many
cases, the fusion masses were well-developed, showing a
smooth, continuous bone mass with a de novo cortex.
Occasionally, fusion masses were not yet completely
consolidated and matured, as an outer cortex had not
yet developed, and autograft chips could be distinguished
in the developing bone mass. The BCP<µm grafts (Fig. 2B)
formed uniform, solid, and continuous fusion bridges
between the TPs. The center of the BCP<µm grafts was
compact, and individual BCP particles could be hardly

TABLE 2. Outcomes of Fusion Assessment Per Evaluation Method
Methods AB BCP<µm BG TCP/BG Significance (P)*

Manual palpation 6/6 6/6 1/3 1/3 0.013
X-ray A: 4/6 A: 5/6 B: 2/3 C: 1/3 0.008

B: 2/6 B: 1/6 D: 1/3 D: 2/3
Micro-CT A: 3/6 A: 5/6 B: 2/3 C: 1/3 0.010

B: 3/6 B: 1/6 D: 1/3 D: 2/3
Histology 9/12 10/12 0/6 0/6 < 0.001

*Fisher-Freeman-Halton exact test.
AB indicates autograft bone; BCP<µm, biphasic calcium phosphate with submicron topography; BG, Bioglass; CT, computed tomography; TCP, tricalcium phosphate.
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distinguished on axial, sagittal, and transversal slices,
indicating bone formation between the granules. New
bone growth into the calcium phosphate grafts could be
observed in the regions near the host bone.

The spinal levels treated with BG (Fig. 2C)
presented thin, underdeveloped fusion masses versus AB
and BCP<µm, as observed by micro-CT. The radiopaque
mass, in the region between TPs (if present), had a fine,
granular appearance with localized, dense regions in the
center or in apposition with TPs. A continuous mass
between TPs was lacking, and Bioglass granules were few
and dispersed. None of the treated levels presented a
consolidated fusion mass between TPs with TCP/BG
(Fig. 2D). A small amount of dispersed, granular material
was occasionally observed in the intertransverse regions.
In some cases, regions of minor osteoconductive bone
growth were observed near the host bone.

Results of fusion grading on radiographs and micro-
CT according to the Lenke scale are presented in Table 2.
Both AB and BCP<µm obtained high fusion scores, with
either unilateral or bilateral robust bone bridging in all
treated levels. Radiographic fusion scores were lower in the
other groups, while the BG group obtained more favorable

grades than TCP/BG. The differences in radiographic fusion
grades reached statistical significance, although no between-
group comparisons were analyzed.

Fusion Mass Volume
Micro-CT quantification (Fig. 2E) revealed that the

levels treated with AB had an average unilateral,
mineralized fusion mass volume of 5.70±1.59 cm3. The
volume in the BCP<µm group was significantly higher at
9.60±0.45 cm3. Volumes were significantly lower in BG and
TCP/BG, at ∼3 cm3. Statistical significance was reached for
all group comparisons, except for BG versus TCP/BG.

Biomechanical Testing
Functional treatment efficacy was quantified by use

of biomechanical ROM testing (Fig. 3). The BCP<µm
group revealed an equivalent ROM to AB in all modes,
while ROM for levels treated with BG and TCP/BG was
evidently higher in LB and FE. Statistical analysis revealed
equivalence between AB and BCP<µm in all modes, while
ROM in these groups was significantly lower in LB and FE
compared with BG and significantly lower in FE compared

FIGURE 1. Representative examples of faxitron radiographs of the spinal levels treated with AB (A), BCP<µm (B), BG (C), and TCP/
BG (D), after removal of instrumentation. AB indicates autograft bone; BCP<µm, biphasic calcium phosphate with submicron
topography; BG, Bioglass; TCP, tricalcium phosphate.
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FIGURE 2. Representative examples of 3-dimensional micro-computed tomography reconstructions (A–D) of spinal levels treated,
AB (A), BCP<µm (B), BG (C), and TCP/BG (D). The host spinal bone (off-white) and fusion mass (gray) including (new) bone and
residual implant material are shown as individual segmentations. For each treatment group, unilateral fusion mass volume (bone+
graft material) was determined by performing voxel-based quantification (E). Data shown as mean and SD. •, significantly different
from AB, BG, and TCP/BG (P<0.001). ★, significantly different from BCP<µm, BG, and TCP/BG (P<0.001). AB indicates autograft
bone; BCP<µm, biphasic calcium phosphate with submicron topography; BG, Bioglass; TCP, tricalcium phosphate.
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with TCP/BG. No significant difference in AR ROM was
determined between all treatments.

Histologic Evaluation and Fusion Assessment
Histology of the spinal levels treated with AB

(Fig. 4A) revealed the presence of abundant new and
remodeling bone tissue in the intertransverse process space.
The implanted AB particles had been remodeled into
uniform bone mass in the intertransverse process space.

In BCP<µm specimens (Figs. 4B, 5A–D), a large area
consisting of calcium phosphate granules integrated in
trabecular bone was observed throughout the implant sites
(Fig. 4B). Bone was of mature, lamellar morphology
including new bone marrow spaces (Figs. 5A–C) and
evidence of a pseudocortex in some specimens (Fig. 5D).
The bone matrix was in direct apposition with the BCP<µm
material. Typical bone cells, including osteoblasts lining
regions of new bone formation, osteoclasts, and osteocytes
were observed throughout the specimens (Fig. 5C)
Multinucleated cells were observed resorbing the calcium
phosphate material on granule surfaces not covered by bone
(Fig. 5C).

Histology of the BG specimens (Figs. 4C, 5H–K)
presented as fibrous tissue with dispersed Bioglass particles
and absence of bone tissue throughout the implant site

(Fig. 4C). Residual Bioglass particles were contained in
fibrous tissue and commonly contained cracks, sometimes
having a hollow center, or were fragmented (Fig. 5H).
Occasional osteoconductive bone formation was observed
in the vicinity of host TPs (Fig. 5E). However, sometimes,
no osteoconductive bone formation was observed even
when Bioglass was in direct apposition with the host bone
(Fig. 5G). In 5 of 6 specimens, a foreign body reaction was
observed around Bioglass particles throughout the implant
sites, characterized by encapsulation by granulatomous
inflammatory tissue with presence of lymphocytes and
foreign body giant cells (Figs. 5I–K). Moreover, 3 of 6
specimens contained dense regions of Bioglass of variable
dimensions, which upon further inspection revealed to be
areas of severely fragmented material and evidence of foreign
body reaction (Fig. 5J).

For TCP/BG (Figs. 4D, 5L–P), most sections had to
be obtained from regions very medial to the spinal body,
as graft material or bone in the regions between TPs was
largely absent (Fig. 4D). The implantation sites contained
fibrous tissue with sparse calcium phosphate particles,
which were commonly in the process of disintegration due
to cell-mediated resorption (Figs. 5N–O). The Bioglass
particles were very small and could only be observed by
high magnification, with a similar appearance to those
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observed in the BG group (Figs. 5L–P). An inflammatory
reaction around the Bioglass particles was generally
not observed. Newly formed bone tissue was absent
in the central region of the implants, although some
specimens exhibited new bone formation in the vicinity of
TPs. Calcium phosphate and Bioglass particles were
occasionally observed being integrated in the bone
matrix (Figs. 5L–M). One specimen presented a region
with graft material enclosed by granulatomous tissue that
contained high numbers of lymphocytes and resorbing
multinucleated giant cells, indicating a foreign body granuloma
(Fig. 5P).

Results of fusion assessment by histology are pre-
sented in Table 2. Histologic fusion scores in the AB and
BCP<µm groups were significantly higher than in the BG
and TCP/BG groups. For levels treated with AB, the
positive control, fusion was reported in 9 of 12 samples,
corresponding to a fusion rate of 75%. In the BCP<µm
group, 10 of 12 samples were scored as fused, which
translates to a fusion rate of 83%. For the BG and TCP/BG
groups, a bony fusion between TPs was not reported in any
of the specimens, thus corresponding to a fusion rate of 0%.
Statistical analysis revealed that the differences in histologic
fusion rate were statistically significant (P< 0.05).

Histomorphometry
As determined by histomorphometry (Fig. 6), the

fusion masses of levels treated with AB and BCP<µm
contained a substantially higher percentage of bone, as
compared with the BG and TCP/BG groups (Fig. 6A).
Bone proportions were similar for AB and BCP<µm, with
over > 40% of bone in the available space in both groups.
This percentage was significantly lower for the other groups,

the lowest being BG, followed by TCP/BG. Statistical
analysis confirmed equivalence for AB versus BCP<µm and
BG versus TCP/BG, while all other comparisons were
significantly different. Area percentage of remaining graft
material (Fig. 6B) was highest for BCP<µm implants,
followed by BG, with the TCP/BG graft having the lowest
percentage. Statistical significance was reached for all group
comparisons in material percentage.

DISCUSSION
The posterolateral spine environment is a challeng-

ing biological and biomechanical environment, as it pro-
vides limited host bone contact and significant exposure to
soft tissues. Even with use of the “gold standard” of au-
tograft, surgeons commonly deal with revision surgery
rates of ± 10%–20%.23–26 Considering this, it is important
that the selection of graft materials is based on preclinical
evidence obtained in studies of high methodological
quality, using clinically relevant animal models and mul-
tiple evaluation techniques. A large number of bone grafts
are commercially available for clinical use, which makes
selection of the most appropriate challenging for the sur-
geon community. Most reports on commercial graft ma-
terials in the literature are of preclinical studies performed
in rabbits, and they involve the repair of small, cancellous
bone defects with a high ratio of bone surface to defect
volume.27–33 Although critically sized, that is, they will not
completely spontaneously heal without the use of a graft,
such defects are less challenging than, and do not properly
model, the posterolateral spine environment. This limits
the extrapolation of results from these models to PLF
indications. Moreover, many studies have been of poor

5 mm 5 mm

5 mm5 mm

A B

C D

FIGURE 4. Representative, low-magnification micrographs of sagittal histologic sections (methylene blue/basic fuchsin) taken
from the intertransverse process regions of spinal levels treated with AB (A), BCP<µm (B), BG (C), and TCP/BG (D). Bone matrix
is shown in pink, soft tissues in blue, residual calcium phosphate material in black, and Bioglass particles are translucent. The low-
magnification micrographs were graded for fusion, evident from a continuous bone bridge between adjacent transverse processes.
AB indicates autograft bone; BCP<µm, biphasic calcium phosphate with submicron topography; BG, Bioglass; TCP, tricalcium
phosphate.
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methodological design, for example, no use of critical-
sized defects, lack of proper positive and/or negative
controls, and use of limited endpoints and assessment
methods with low sensitivity.27–29,34 Clinical reports for
the use of synthetic bone grafts are limited in number and
often of low methodological strength (ie, observational
studies). Furthermore, outcomes can only be determined
using techniques with low sensitivity and/or specificity,
such as radiographic evaluation and patient-reported
outcomes.

Of the available animal models of PLF, the in-
strumented Ovine PLF35 model is among the most trans-
lational, as bone remodeling properties and spine
biomechanics of sheep are similar to those of humans, and
the model allows the use of relevant graft volumes and
pedicle instrumentation.36–39 For comparison, the Boden

rabbit PLF model,19 which is used to obtain market ap-
proval for bone graft materials in the United States, is
noninstrumented and differs in anatomy, biomechanics,
and bone turnover rate from the clinical reality in
humans.40 Note, the current study used aged sheep (4–5 y
old), which challenges the model due to age.41

With regard to assessment techniques used for fusion
evaluation, it is important that a range of different methods is
applied, as they may individually give limited information and
vary in sensitivity. Classically, fusion assessment in preclinical
models was performed by the less sensitive techniques of
manual palpation and plain film radiography.19 Recently,
more sensitive techniques have been added, including micro-
CT, histology, and biomechanical testing. For synthetic bone
grafts, fusion evaluation by radiography (eg, x-ray, CT) may
lead to an overestimation of fusion, as bone mineral and
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radiopaque implant materials cannot easily be distinguished
by these methods. Histology provides a unique insight and
accurate representation of a fusion mass at the tissue and cell
level, allowing investigators to differentiate between bone and
graft material and to evaluate tissue and cellular responses.
Last, biomechanical testing is an important quantitative
method performed in conjunction with the other techniques to
determine whether fusion outcomes also have a functional
significance, that is, reduction of mobility between spinal
segments. Here, a robotic musculoskeletal simulator was used
to apply controlled loading regimens to the spinal segments.

Using this validated, multi-endpoint, clinically rel-
evant, Ovine model of instrumented PLF, 3 commercially
available bone grafts implanted as a standalone graft
were compared against AB, the current gold standard for
bone grafting. Of the evaluated synthetic bone grafts,
BCP< µm was the only material that presented substantial,
solid fusion masses between TPs that contained mature
bone, resulting in similar fusion scores to AB by all as-
sessment methods and equivalent biomechanical ROM.
These outcomes were corroborated by all assessment
techniques and were in line with previous results.17,18 In
contrast to BCP< µm, spinal levels treated with BG and
TCP/BG significantly underperformed to the positive
control by all evaluation methods. Although by bio-
mechanical testing no significant differences between
treatments were determined in AR, it is recognized that
flexibility testing in AR has a lower sensitivity than the
other modes.42,43

These results confirm the limitations of fusion evalu-
ation by radiographic techniques when synthetic bone graft
materials are used in PLF. Although spinal levels treated
with BG obtained a moderate fusion grade B of the Lenke
scale in 2 of 3 specimens by both x-ray and micro-CT,
histology revealed that all apparent fusion bridges did not
contain any bone tissue. These results show that the option
to use histology is a significant advantage of preclinical
models over clinical investigation. Histology also allows the
evaluation of local tissue reactions, as the materials resorb

and participate in the bone repair and remodeling process,
which is not possible by other techniques.

Fusion mass volume quantification is a more novel
method for evaluation of PLF outcomes that assists in further
differentiation of radiographic endpoints. It should be noted
that the use of micro-CT, which is not available clinically,
provides a level of detail beyond traditional radiographs or
clinical CT. The technique can provide meaningful in-
formation on graft volume stability, as too fast or too severe
resorption of a graft may potentially result in atrophic
pseudarthrosis.44 Here, clear differences in fusion mass vol-
umes were determined between groups. Although the same
starting volume of 10 cc was implanted in each posterolateral
gutter for all groups, the mineralized volume after 12 weeks
was around 3 cm3 for BG and TCP/BG grafts, whereas for
BCP<µm, it was just under 10 cm3. Although the initial ra-
diopaque volume of the grafts was not determined and the
data represent the volume of both new bone and residual graft
material, we may still assume that BG and TCP/BG have
undergone substantial resorption after implantation. This
notion was supported by histologic observations and histo-
morphometry results. The finding that spinal levels treated
with AB had lower fusion mass volumes compared with
BCP<µm may be potentially related to a lower initial radio-
paque volume, but could also suggest resorption. Indeed, AB
has been reported to undergo resorption and remodeling after
implantation in the posterolateral spine, leading to a volume
loss of up to ±35% during the first year.45–47

The above findings demonstrate a clear difference in
the performance of commercially available synthetic bone
grafts in instrumented PLF in sheep. Correlation of per-
formance outcomes to specific bone graft factors is chal-
lenging due to the many physicochemical differences
between the grafts that could affect bone regeneration
potential, for example, composition, surface properties,
carrier materials, particle size, and graft to carrier ratio.
However, the submicron surface topography of BCP<µm
seems to play a leading role in bone graft performance48

and may explain its enhanced efficacy in this PLF model.
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In recent years, research has consistently demonstrated
that calcium phosphates with a submicron topography show
enhanced performance to conventional calcium phosphates,
following from their ability to induce bone formation in re-
gions far from host bone or with minimal bone contact.7–9,48

This property is particularly desirable for use in PLF, in which
bone formation should occur in the paraspinous soft tissues
with limited host bone surface contact. A suggested mecha-
nism underlying the enhanced efficacy of calcium phosphates
with submicron topography is the upregulation of anti-in-
flammatory M2 macrophages at the material surface, which
have been associated with bone regeneration (R. Duan, Y.
Zhang, L.A. van Dijk, D. Barbieri, J.J.J.P van den Beucken,
H. Yuan, J.D. de Bruijn, 2019, unpublished data).49–51

Bone induction by the TCP component of the TCP/
BG group has been evaluated in 2 previous studies.48,52

Both studies demonstrated the absence of submicron top-
ography correlated with the lack of ectopic bone induction,
even in the presence of Bioglass.52 Furthermore, the TCP
component in TCP/BG reportedly consists of 100% phase
pure βTCP and has a porosity of 78%.52 A calcium phos-
phate with these properties is expected to have a high re-
sorption rate, with potentially detrimental effects on bone
healing.53 This notion is in agreement with the findings of
the current study and other works.32,33,52,53

The presence of 45S5 Bioglass in BG and TCP/BG
grafts, resulting in enhanced osteoblast activity and osteo-
genic differentiation of stem cells in vitro,10–12,54–56 did not
promote spinal fusion in this l PLF model. To our knowl-
edge, there is no literature on the use of Bioglass as a
standalone graft in PLF models, and beneficial effects of
osteostimulation have not been demonstrated in other
in vivo models. We may, therefore, conclude that osteosti-
mulative Bioglass, whether used alone or as an adjunct to
calcium phosphate, has little biological relevance to use of
bone graft materials in spinal fusion. Moreover, the in-
flammatory foreign body reaction observed around Bioglass
particles, which has also been reported in other studies,57–59

is presumably not beneficial for bone formation. However,
foreign body reaction against Bioglass particles was not
observed in TCP/BG, which contained a lower content of
Bioglass than BG (25% vs. 100%), suggesting that only
larger proportions of Bioglass may induce such reactions.

CONCLUSIONS
Using a challenging, clinically relevant, Ovine model of

instrumented PLF, this study reveals clear differences in per-
formance between commercially available bone graft materi-
als implanted as a standalone graft, after evaluation by a full
range of assessment techniques. The results demonstrated fa-
vorable outcomes with a putty formulation of BCP<µm,
which has a submicron topography, versus 2 other bone graft
materials, being a putty formulation of 45S5 Bioglass and a
collagen-βTCP with a 45S5 Bioglass adjunct. Through all
outcomes, the BCP<µm reached equivalence to the positive
control, autograft, in achieving functional spinal fusion, while
the other 2 materials significantly underperformed, showing
an inability to form a solid, bony fusion between the spinal

segments during the 12-week follow-up period. These results
corroborate previous findings on the efficacy of BCP<µm with
submicron topography in spinal PLF models, following from
its ability to promote bone formation in soft tissues distant
from host bone. These findings emphasize the importance of
side-by-side comparison of commercial bone graft materials in
clinically relevant, multi-endpoint animal models in de-
termining spinal fusion efficacy.
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Abstract: Posterolateral spinal fusion (PLF) is a common proce-

dure in orthopedic surgery that is performed to fuse adjacent

vertebrae to reduce symptoms related to spinal conditions. In

the current study, a novel synthetic calcium phosphate with

submicron surface topography was evaluated as an autograft

extender in a validated rabbit model of PLF. Fifty-nine skele-

tally mature New Zealand white rabbits were divided into three

groups and underwent single-level intertransverse process PLF

at L4-5 using (1) autologous bone graft (ABG) alone or in a

1:1 combination with (2) calcium phosphate granules

(ABG/BCPgranules), or (3) granules embedded in a fast-resorbing

polymeric carrier (ABG/BCPputty). After 6, 9, and 12 weeks,

animals were sacrificed and spinal fusion was assessed by

manual palpation, Radiographs, micro-CT, mechanical testing

(12 weeks only), histology, and histomorphometry. Based on

all endpoints, all groups showed a gradual progression in

bone formation and maturation during time, leading to solid

fusion masses between the transverse processes after

12 weeks. Fusion assessments by manual palpation, radiogra-

phy and histology were consistent and demonstrated equiva-

lent fusion rates between groups, with high bilateral fusion

rates after 12 weeks. Mechanical tests after 12 weeks indicated

substantially lower range of motion for all groups, compared

to non-operated controls. By histology and histomorphometry,

the gradual formation and maturation of bone in the fusion

mass was confirmed for each graft type. With these results, we

describe the equivalent performance between autograft and a

novel calcium phosphate material as an autograft extender in

a rabbit model of PLF using an extensive range of evaluation

techniques. © 2019 Wiley Periodicals, Inc. J Biomed Mater Res B Part

B: 00B: 000–000, 2019.
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INTRODUCTION

Spinal fusion is a frequent procedure in orthopedic sur-
gery, which is performed to fuse vertebrae of the spine to
improve symptoms resulting from spinal trauma, degener-
ative conditions, scoliosis or tumor resections. The pos-
terolateral spinal fusion (PLF) technique is commonly
performed in the lumbar spine and involves bilateral
implantation of bone graft between the transverse pro-
cesses of adjacent vertebrae. Although autologous bone is
the gold standard graft for spinal fusion procedures, pseu-
doarthrosis and non-unions are still frequently reported
complications of this treatment.1–6 Moreover, the required
harvesting of large autograft volumes, usually obtained

from the iliac crest, leads to morbidity7,8 and persistent
post-surgical pain in up to 60% of patients.2

In order to improve the fusion rate of PLF procedures and to
reduce the amount of bone autograft to be harvested, there has
been an increasing interest in calcium phosphate materials that
can support spinal bone formation as autograft extenders.9,10

Synthetic calcium phosphates are generally osteoconductive and
highly biocompatible, making them suitable biomaterials for use
in bone surgery. As mere osteoconductive materials, their regen-
erative potential is limited and the presence of an osteogenic
or osteoinductive adjunct is favored for bone growth to occur.
However, a subset of calcium phosphates with optimized physico-
chemical properties was demonstrated to have exceptional
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bone-inducing properties on its own,11–13 showing enhanced
regenerative performance in pre-clinical studies.11–14 Spe-
cifically, the presence of a submicron surface topography
was related to the enhanced bone-inducing potential of
these calcium phosphates.11,13–15 Interestingly, studies have
demonstrated that surface properties of biomaterials can
influence the phenotype of macrophages,16–18 immune cells
that govern the foreign body response and wound healing
response.19 An increase in anti-inflammatory M2 macrophages
following an initial inflammatory phase has been shown to be
beneficial for bone formation20 and vascularization21 and
recently, macrophages cultured on calcium phosphates with sub-
micron surface topography were demonstrated to adopt the M2
phenotype.22 This suggests a connection between surface topog-
raphy, macrophage phenotype and the enhanced vasculariza-
tion22 and bone formation observed with submicron surface
structured calcium phosphates in vivo.

The current study describes the evaluation of a novel
synthetic calcium phosphate with surface topography con-
sisting of submicron polygon crystals in a validated rabbit
model of PLF, which is well-described for studies of auto-
graft extender efficacy.23–26 Either in granular form or as
granules embedded within a fast-resorbing polymeric carrier
material designed to improve handling properties, the cal-
cium phosphate was combined with iliac crest-derived bone
graft in a 1:1 ratio, after which the graft composites were
implanted. Study outcomes included fusion rate by manual
palpation, radiography, micro-computed tomography and
histology at 6, 9, and 12 weeks post-surgery. Furthermore,
biomechanical analysis of the spines and histomorphometry
of bone and material in the fusion mass were performed.

MATERIALS AND METHODS

Graft materials
Calcium phosphate granules. Commercially available
biphasic calcium phosphate (BCP) bone graft (MagnetOs;
Kuros Biosciences) was provided in granule and putty for-
mulations. Both formulations contained 1–2 mm granules of
bioactive bone graft comprising 65–75% Tri-Calcium Phos-
phate (TCP – Ca3(PO4)2) and 25–35% Hydroxyapatite (HA –
Ca10(PO4)6�(OH)2). The granules were manufactured from
porous BCP blocks produced by use of calcium orthophos-
phate powder, foaming agent and porogen. Blocks were
dried, sintered and crushed to obtain granules (1–2 mm)
which were subsequently exposed to a hydrothermal treat-
ment to create submicron surface topography [Fig. 1(A)].
Submicron size of surface crystals was confirmed by scan-
ning electron microscopy (SEM, JEOL JSM-5600, JEOL Ltd,
Tokyo, Japan), revealing an average crystal diameter of
0.58 � 0.21 μm.

Polymeric carrier. For the putty formulation, a tri-block
copolymer was synthesized from polyethylene glycol (PEG,
80–90 mol %) and L-lactide monomer (10–20 mol %), with
a molecular weight of 2–3 kDa. The resulting polymer is
water-soluble and dissolves near body temperature, leading
to rapid dispersion after implantation (<48 h). The BCP
granules and binder were combined to obtain a moldable

putty. The materials were sterilized by gamma irradiation
(25 kGy).

Autologous bone graft and graft composites. The iliac
crests were exposed from the caudal aspect of the midline
incision used to approach the spine. Corticocancellous bone
was harvested from both iliac crests using a Miltex Rongeur.
Volume and weight of the autologous bone graft (ABG) parti-
cles (< 5 mm in size) was measured in a 3 mL syringe (tip
removed) and a laboratory balance [Fig. 1(B)]. A volume of
1 cc (~0.8 g) of autograft particles was combined with 1 cc
of BCP granules (ABG/BCPgranules) [Fig. 1(C,D)]. Likewise,
1 cc of autograft particles was combined with 1 cc of putty
(ABG/BCPputty) [Fig. 1(E,F)]. Volumes of 2 cc of ABG,
ABG/BCPgranules and ABG/BCPputty were determined for
implantation on each side of the spine (4 cc total per level).
A volume of 2 cc of autograft per side is known to achieve
spinal fusion in this rabbit model, as has been reported in lit-
erature.27 Furthermore, a volume of 1 cc of autograft has
been reported to be unable to achieve fusion in this model.28

Animal model and surgical procedure
After approval of the Institutional Animal Care and Ethics Com-
mittee (ACEC approval 14/110A, UNSW, Australia), 54 adult
New Zealand white rabbits underwent single-level bilateral
posterolateral intertransverse process spine arthrodesis at L4–
L5. Skeletal maturity was confirmed prior to being enrolled in
the study by radiographic confirmation of the closure of the
growth plates of the proximal tibia. The animals were sedated
with a mixture of midazolam (5 mg/mL at 0.3–0.5 mg/kg) and
buprenorphine (0.326 mg/mL at 0.03–0.05 mg/kg) intramus-
cularly. Anesthesia was applied and maintained via isoflurane
inhalation (2–3%) with oxygen. Once the rabbits were
anesthetized, the skin was incised from the L3–L5 levels.
The intermuscular plane between the multifidus and longis-
simus muscles was separated in a blunt fashion to expose
the transverse processes as well as the intertransverse
membrane. A pneumatic burr (Midax Rex) was used with
an M8 matchstick burr to prepare the host bone between
the levels by decortication. The transverse processes were
carefully decorticated for a distance of 10 mm from the ver-
tebral body and pars to a level where bleeding bone beds
were visually present to the surgeon.

The animals were divided into three groups: (1) ABG,
(2) ABG/BCPgranules, and (3) ABG/BCPputty. For each group, a
total volume of 2 cc graft material per side (4 cc per level)
was implanted between the L4–L5 transverse processes in
the paraspinal bed. After implant placement, the muscle
layers were allowed to return to their native position and
the fascial incisions were closed with 3–0 absorbable sutures
and the skin approximated using 3–0 sutures. Post-operative
pain was managed using a non-steroid anti-inflammatory
drug (Carprofen, 50 mg/mL, dose 2–4 mg/kg) for the first
2–3 days. The animals were housed in individual cages, fed
ad libitum and monitored daily for the first 7 days following
surgery and weekly thereafter. Animals were euthanized
at 6 (n = 5), 9 (n = 5), and 12 (n = 8) weeks after surgery,
and spinal fusion was determined by manual palpation,
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radiography (Faxitron and micro-CT), mechanical testing
(range of motion testing at 12 weeks only) and histology
(decalcified and undecalcified). For the mechanical testing,
five non-operated animals were included as baseline con-
trols. For determining BCP material percentage in the
implantation bed after surgery at time-point zero, 12 animals
were used.

Radiographic analysis
Faxitron radiography. After harvesting the spines were
immediately radiographed in the posteroanterior plane using
a Faxitron (Faxitron Bioptics LLC, Arizona, USA) and digital
plates (Agfa CR MD 4.0 cassette, Agfa, Germany). An Agfa
Digital Developer and workstation was used to process the
digital images (Agfa CR 75.0 Digitizer Musica, Agfa, Ger-
many). The DICOM data was converted to bitmap images
using DICOM Works (ezDICOM medical viewer, 2002).
Radiographic status of the PLF was evaluated on the post-
sacrifice anteroposterior faxitron radiographs utilizing the
Lenke four-point grading scale.29 A grade A was given to a
fusion where it was deemed definitely solid with bilateral

robust bridging bone. A grade B was given to a fusion where
it was deemed probably solid with unilateral robust bridging
bone and contralateral thin fusion mass. A grade C was given
to a fusion where it was deemed probably not solid with a
thin unilateral fusion mass and a probable pseudarthrosis on
the contralateral side. A grade D was given to a fusion where
it was deemed definitely not solid with thin fusion masses
bilaterally with obvious pseudarthrosis or bone graft disso-
lution bilaterally. The occurrence of each grade (A–D) was
determined based on faxitron image review by two indepen-
dent observers blinded to treatment group and time-points.

Micro-computed tomography. Micro computed tomography
(μCT) scanning was performed on all animals following radi-
ography using an Inveon in-vivo micro computed tomogra-
phy scanner (Siemens Medical, PA, USA) to obtain high-
resolution radiographic images of the spinal fusions in three
planes. Spines were scanned and the raw images recon-
structed to DICOM data using Siemens software at a resolu-
tion of 53 microns. Images were examined in the axial,
sagittal and coronal planes to assess the overall quality of

FIGURE 1. Graft materials used in PLF model, including (A) surface of submicron epitaxial polygon crystals observed on BCP granules by SEM,

(B) iliac crest-derived autologous bone graft particles (ABG), (C, D) calcium phosphate granules and autograft particles combined in a 1:1 ratio

(ABG/BCPgranules), and (E, F) granules embedded in polymeric carrier combined with autograft particles in a 1:1 ratio (ABG/BCPputty).
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the fusion mass from transverse process to transverse pro-
cess in a similar manner to the other radiographic data.
Anterior and posterior 3D models were also created for each
animal. The μCT reconstructions were assessed for fusion
between the treated levels by two trained and experienced
observers who reviewed the coronal and sagittal planes in a
blinded manner to treatment groups and time-points. The
μCTs were graded using the four-point Lenke radiographic
grading score29 as described above.

Manual palpation
Immediately after harvest, the stability of the lumbar spine
of all animals was assessed by manual palpation according
to Boden et al.23 Two trained and experienced observers
assessed the treated motion segment in a blinded manner in
lateral bending and flexion/extension and compared it to the
proximal and distal motion segments. The motion segments
at L4–L5 were graded as either fused (rigid, no detectable
movement at the disc space) or not fused (not rigid, move-
ment detected at the disc space).

Biomechanical testing
Non-destructive range of motion testing was performed at
12 weeks to provide a kinematic, multidirectional flexibility
analysis of the rabbit lumbar spine. Spines were tested with
pure moments using a Denso robot (simVITRO; Cleveland
Clinic BioRobotics Lab, Cleveland, OH) to avoid off axis
moments and spurious loading. After fixing the spines in cus-
tom molds with resin, moments as per Grauer et al.30

(270 Nċmm) were applied in axial rotation (AR), flexion-
extension (FE), and lateral bending (LB). Moments of
270 N�mm were applied at a rate of 33.3 N�mm per second to
a maximum of 300 N�mm, and was held for 15 s. A total of 4.5
load – unload cycles were run in each profile. The last three
cycles were analyzed and a mean value at 270 N�mm was
taken for each cycle and averaged. Range of motion testing
was performed using robotic testing and intact, non-operated
skeletally mature female rabbit spines (n = 5) that had no pre-
vious surgery were evaluated to provide a comparison.

Histology and histomorphometric analysis
All spines were immediately fixed for a minimum of 96 h in
10% formalin in 0.145 M phosphate buffered saline under
gentle rotation, following mechanical testing. The spines were
cut in the sagittal plane through the middle of vertebral body
using a hacksaw and one side was randomly processed for
decalcified paraffin histology and the other side processed for
undecalcified polymethyl methacrylate (PMMA) histology. Dec-
alcified histology was used to determine general tissue
response and the presence of histological fusion. Undecalcified
histology was used for the quantitative determination of bone
formation and graft resorption.

Decalcified histology. The portion of the spines allocated for
paraffin histology was decalcified in 10% formic acid in
phosphate buffered formalin at room temperature for
3–4 days prior to further processing. The decalcified spines
were then sectioned to provide detailed histology from the

entire fusion mass from medial to lateral, which resulted in
to at least four blocks from the treated spinal unit from
transverse processes in the posterolateral fusion space. The
blocks (~3 mm in thickness) were then embedded in paraf-
fin and sectioned (5 microns) using a Leica Microtome
(Leica Microsystems Pty Ltd, North Ryde, Australia). A mini-
mum of three sections were cut from each paraffin block
and stained with hematoxylin and eosin (H&E). Stained sec-
tions were examined in a blinded fashion (to treatment
groups and time-points) using an Olympus light microscope
(Olympus, Japan) with a DP72 high-resolution video camera
(Olympus, Japan). Examination included qualitative assess-
ment of general tissue response, the presence of inflamma-
tory cells or tissue necrosis, evidence of graft resorption,
new bone formation, marrow space development and bony
fusion between both transverse processes. In addition, Rallis’
Tetrachrome31 staining was performed on decalcified sec-
tions in order to visualize bone maturation.

Undecalcified histology. The portion of the spines allocated
for histomorphometric analysis was dehydrated through a
series of ethanol and embedded in PMMA. A Leica SP1600
saw-microtome (Leica Microsystems Pty Ltd., North Ryde,
Australia) was used to cut ~15 micron thick sections in the
sagittal plane that were stained with methylene blue (Sigma,
1% in 0.1 M borax buffer, pH 8.5) and basic fuchsin (Sigma,
0.3% in water).13 Three sections were cut from each PMMA
block, with a ~2 mm interval to evaluate the entire fusion
mass from medial to lateral. Low magnification images were
used for histomorphometric analysis.

Histomorphometry. Three low magnification images (1.25×,
1 mm scale bar) taken from the transverse process, the mid-
dle of the fusion and the other transverse process were used
for quantitative analysis. The region-of-interest (ROI) was
determined by an observer blinded to treatment groups or
time-points, using a polygon technique and graft material or
bone tissue (mineralized bone and bone marrow elements)
was identified by pixel color and morphology assessment.
Their respective area was determined as a percentage of the
ROI, and a mean value was obtained for each animal based
on the three PMMA sections.

Statistical analysis
SPSS for Windows (SPSS, Chicago, IL) was used for statistical
analysis. Fusion grading data were analyzed using a
Kruskal–Wallis analysis of variance. Biomechanical testing
data was analyzed using a one-way analysis of variance fol-
lowed by a Games Howell post-hoc test when appropriate.
Analysis of variance followed by a Games Howell post hoc
test was performed on the histomorphometry data. Statisti-
cal significance was set at p < 0.05.

RESULTS

Surgery
Surgery was uneventful and no post-operative complications
were observed. All animals ambulated normally throughout
the study and were euthanized at their allocated time-points.
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Radiographic analysis
Post-operative radiographs demonstrated proper implantation
position for all animals, which was maintained for all graft types
for the entire study duration. No migration of BCP granules from
the implantation site was observed for ABG/BCPgranules and
ABG/BCPputty on radiographs and by micro-CT. For all groups, a
progression in healing was observed during time. Radiographs
showed the progression of a fusion mass with autograft and BCP
particles with well-defined borders at 6 weeks toward a more
homogeneous mass by 12 weeks for all groups [Fig. 2(A–C)]. By
micro-CT, evidence of bone formation on the decorticated host
bone transverse processes was observed at 6 weeks with all
groups. During time, the autograft and BCP particles coalesced by
new bone formation and bone remodeling, leading to solid fusion
mass by 12 weeks for all groups [Fig. 2(D–F)]. Fusion grading
was performed according to the Lenke scale on radiographs [Fig. 3
(B)] and micro-CT [Fig. 3(C)]. Grading distributions were similar
between all groups at each time-point, with no statistically signifi-
cant differences. A high occurrence of solid bilateral fusion (grade

A) was determined after 12 weeks, corresponding to fusion rates
of 75%, 87.5%, and 75% by radiography and 87.5%, 100%, and
87.5% by micro-CT for ABG, ABG/BCPgranules and ABG/BCPputty,
respectively.

Manual palpation
Fusion assessment by manual palpation revealed a similar
fusion distribution across groups at each time-point [Fig. 3
(A)]. At 6 weeks, bilateral fusion was determined in only one
of five spines for both ABG/BCPgranules and ABG/BCPputty,
while no fusion was observed for ABG. During time, fusion
had increased to three of five at 9 weeks and six of eight at
12 weeks for all groups, corresponding to a fusion rate of
75% for the latest time-point. No statistically significant dif-
ferences were determined between treatments.

Biomechanical testing
Results of range-of-motion (ROM) analysis measured after
12 weeks are presented in Table I. Non-operated control

FIGURE 2. Radiography. (A–C) Examples of faxitron radiographs taken after 12 weeks for (A) ABG, (B), ABG/BCPgranules, and (C) ABG/BCPputty. (D–F)

Examples of 3D micro-CT reconstructions taken after 12 weeks for (D) ABG, (E), ABG/BCPgranules, and (F) ABG/BCPputty. Faxitron radiographs and

micro-CT reconstructions show the presence of graft material bridging the intertransverse process space of the treated levels in all groups.
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spines had a ROM of 18.8� 1.9 in LB and 20.7� 2.9 FE, indicat-
ing baseline ROM. With a difference of �50% or more as com-
pared to the controls, the ROM of treated spines in LB and FE
after 12 weeks was significantly lower for all groups (p < 0.001).
Between treatments, ROM of ABG and ABG/BCPgranules were
equivalent in both measuring movements, with no significant
differences. Also, ROM between ABG/BCPgranules and ABG/
BCPputty was similar in LB. For ABG/BCPputty, ROM was slightly
higher than other treatments in LB (ABG p < 0.001) and FE (ABG
p < 0.05, ABG/BCPgranules p < 0.05). There was no significant dif-
ference (p > 0.05) in axial rotation between the negative control

(un-operated spine) and the positive control (autograft). Fur-
thermore, there were no differences between the BCP treat-
ments and either control.

Histology and histological grading
Histological observations are presented in examples of low-
magnification overviews (Fig. 4) and high magnification
micrographs (Figs. 5 and 6). On the histological overviews,
fusion was determined in case of a bridge of bone tissue in
the fusion mass connecting the adjacent transverse pro-
cesses. By this method, fusion rates of 0–20% at 6 weeks,

FIGURE 3. Diagrams presenting the fusion rate as determined by (A) manual palpation, (B) X-ray, (C) micro-CT, and (D) histology. For A and B, only

the percentage of treated levels that achieved solid bilateral fusion (Lenke grade A) are shown. For all assessment methods, no significant differ-

ences in fusion rate between treatments were determined at all time-points.

TABLE I. Mean Range of Motion (�) of Treated Spine Levels in Response to Pure Moment Loading After 12 Weeks

Parameter Control ABG ABG/BCPgranules ABG/BCPputty

Lateral bending 18.8 � 1.9� (a) 5.3 � 2.2� 7.7 � 3.9� 10.7 � 2.1� (b)
Flexion extension 20.7 � 2.9� (c) 8.0 � 2.2� 7.9 � 2.8� 11.6 � 2.0� (d)

Data presented in mean � sd.
aSignificantly different from all other groups, p < 0.001.
bSignificantly different from ABG, p < 0.001.
cSignificantly different from all other groups, p < 0.001.
dSignificantly different from ABG, p < 0.05.
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40% at 9 weeks and 75–87.5% at 12 weeks were deter-
mined, with no significant differences between graft types
[Fig. 3(D)].

Histological micrographs showed the presence of resid-
ual particles, BCP granules and new bone formation with
typical bone cells (Figs. 5 and 6). After 6 weeks, the forma-
tion of new bone on and between the BCP granules and the
residual autograft particles was observed [Figs. 5(A,C) and 6
(A,B,D,E)]. New bone tissue at 6 weeks had infiltrated the
BCP pores and was characterized by early, woven bone phe-
notype and fibrous tissue. Histology at 9 and 12 weeks
showed healing progression by new bone formation and
remodeling of bone into lamellar bone in and around the
BCP material, as well as the development of bone marrow
spaces with hematopoietic cells [Figs. 5(B,D) and6(C,F)].

Osteoblasts were observed typically lining the surface of new
bone in the process of bone formation (Fig. 5) as well as osteo-
cytes residing in lacunae. Multi-nucleated cells were present on
the surface of the BCP material (Fig. 5), indicating foreign body
giant cell- and osteoclast-mediated resorption of the material.

Histomorphometric analysis
Quantitative histomorphometry results of bone tissue and
material in the fusion mass are presented in Figure 7. At all
time-points, bone percentage was between 30% and 40%
with no significant differences between groups and no
trends being apparent over the different time-points.
Regarding the percentage of BCP material, a gradual reduc-
tion in material percentage during time was apparent for
both BCPgranules and BCPputty. However, the percentage of
material for ABG/BCPputty was significantly higher than for
ABG/BCPgranules at all time-points except time-point zero.

DISCUSSION

The objective of this study was to evaluate the performance
of a novel BCP bone graft with submicron surface topogra-
phy as an autograft extender against autograft alone in a val-
idated model of PLF in rabbit. The BCP was applied either as
granules or as granules embedded in a fast-dissolving poly-
meric carrier, both in combination with an equal volume of

FIGURE 4. Histological panel overviews (H&E) of fusion masses of spines treated with (A) ABG, (B) ABG/BCPgranules, and (C) ABG/BCPputty at

12 weeks post-surgery. All these fusion masses were determined to be fused, as indicated by the continuous bone mass (dashed line) between the

adjacent transverse processes (yellow asterisks). The presence of calcium phosphate granules in the fusion mass was observed in the autograft

extender groups (black arrows).
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FIGURE 5. Histological micrographs (H&E) of the fusion masses of (A, B) ABG/BCPgranules and (C, D) ABG/BCPputty at (A, C) 6 weeks and

(B,D) 12 weeks. At 6 weeks, bone tissue was characterized by woven bone and fibrous tissue and was observed at the material surface

and inside of the pores. After 12 weeks, bone tissue had developed toward mature bone phenotype as determined by the presence of

hematopoietic bone marrow spaces. Osteoblasts were observed depositing new bone matrix (yellow asterisks) and large, multi-nucleated

cells were seen at the material surface resorbing material (black arrows). Legend: m: calcium phosphate material; b: bone; f: fibrous tis-

sue; bm: bone marrow.

FIGURE 6. Histological micrographs (Tetrachrome) of the fusion masses of (A–C) ABG/BCPgranules and (D–F) ABG/BCPputty at (A, D; frames B, E)

6 weeks, and (C, F) 12 weeks. After 6 weeks, newly formed woven bone (blue) was observed growing from autograft particles, forming a direct con-

nection between calcium phosphate granules and autograft particles. After 12 weeks, bone maturation was evident from the development of

mature bone matrix (red) between granules as well as the presence of large bone marrow spaces. Legend: a: autograft particle; m: calcium phos-

phate material; nb: new bone; bm: bone marrow; mb: matured bone.

8 VAN DIJK ET AL. CALCIUM PHOSPHATE WITH SUBMICRON TOPOGRAPHY IN SPINAL FUSION



autologous iliac crest bone. Outcomes were determined by
an extensive range of assessment methods, including manual
palpation, X-ray, micro-CT, mechanical testing, histology, and
histomorphometry at endpoints of 6, 9, and 12 weeks post-
surgery.

Based on all endpoints, all the three groups (ABG,
ABG/BCPgranules, ABG/BCPputty) showed a gradual progres-
sion in bone formation and maturation during time, leading to
solid fusion masses between the transverse processes after
12 weeks. Results of fusion assessment by manual palpation,
radiography (X-ray, microCT) and histology revealed equiva-
lent fusion rates between all groups at all time-points, with
satisfactory fusion rates after 12 weeks corresponding to lit-
erature.23,32 Previous research has demonstrated that certain
methods of fusion assessment (e.g., micro-CT) are more sensi-
tive than other techniques (e.g., manual palpation, X-ray),23,33

although each technique has advantages and disadvantages.
Manual palpation and X-ray assessments are of a more subjec-
tive nature and allow global assessment of the fusion mass as
compared to the high level of detail offered by micro-CT and
histology. However, while histology is an excellent method to
show bone formation, it is suboptimal for the assessment of
fusion status as it may give false non-union results. A histolog-
ical slide provides a two-dimensional representation of a
more complex three-dimensional fusion mass and apparent
non-contiguity between bone islands in a two-dimensional
histological slide could still be contiguous in another plane. A
disadvantage of fusion assessment by micro-CT (and X-ray) is
that bone mineral and calcium phosphate-based graft mate-
rials have similar radiopacity, which can limit the ability to
differentiate these components in a fusion mass. Despite all
this, an advantage of preclinical investigation compared to the
clinic is that multiple descriptive methods for fusion charac-
terization can be used concurrently to develop a robust over-
all comparison between treatment outcomes. As expected, we
noted variation in fusion rate depending on the analytical
technique used, but our hypothesis that there would be no

difference between autograft and BCP treatments was corrob-
orated by each of the four analyses conducted.

In accordance with the fusion assessment results,
mechanical testing of the spines after 12 weeks showed a
substantially lower ROM (~50%) in LB and FE in all groups
as compared to non-operated controls, indicating successful
spinal fusion. There was no significant difference (p > 0.05)
in ROM in LB or FE between the BCP treatments. There was
more laxity for ABG/BCPputty compared to ABG, but this did
not correspond with a lower fusion rate using radiographical
or histological methods. Moreover, there was no difference
between groups when characterizing the volume of new
bone formation by histomorphometry. Furthermore, a recent
study in a sheep PLF model in which BCPgranules and BCPputty
were implanted as stand-alone grafts and compared to an
autograft positive control reported no difference in any
mode of flexibility analysis.34 We found no difference
between the positive control, autograft, and the negative
control, an un-operated spine, when tested in axial rotation
in this study. This could be attributed either to the low sen-
sitivity of the test method in this mode of flexibility or the
possibility that more time was required to reach a complete
fusion.

In line with the above results, histology and histomor-
phometry of the fusion mass showed the formation and mat-
uration of bone tissue in the fusion mass during time in all
groups, with typical bone morphology and bone-related cell
types. Osteoclast-like, multinucleated cell-mediated were
observed resorbing the BCP material, which are thought to
play a role in the unique bone forming ability of calcium
phosphates with submicron scale surface topography.15

Although the fusion rate evidently increased between
6 and 12 weeks post-surgery, the percentage of bone tissue
in available space in the fusion mass as determined by histo-
morphometry remained stable (30–40%) in all groups dur-
ing this period. This suggests that bone formation had
reached an equilibrium at 6 weeks and thereafter, as new

FIGURE 7. Diagrams presenting the results of histomorphometrical analysis, showing percentage of bone in available space (A) and material (B) in

the fusion mass over time (means � sd). Symbols: *significantly different from material, ABG/BCPputty, 6 weeks p < 0.01; •significantly different from

material, ABG/BCPputty, 9 weeks p < 0.001; #significantly different from material, ABG/BCPputty, 12 weeks p < 0.001.

JOURNAL OF BIOMEDICAL MATERIALS RESEARCH PART B: APPLIED BIOMATERIALS | MONTH 2019 VOL 000B, ISSUE 0 9

ORIGINAL RESEARCH REPORT



bone formation was in balance with ongoing bone resorption
and remodeling. Between 6 and 12 weeks, this process
resulted in consolidation and maturation of the grafts into a
stable fusion mass at 12 weeks. In retrospect, addition of an
earlier time-point at 3 weeks post-surgery would have pro-
vided insight in the progress of bone formation before the
equilibrium was reached. With regard to the calcium phos-
phate material in the fusion mass, the higher percentage of
material in the ABG/BCPputty group is likely the result of a
higher density of granules in the implant bed related to
implantation within the polymeric carrier, whereas granules
implanted without carrier might become slightly more dis-
persed. However, this does not seem to have influenced
fusion efficacy, as shown by the other assessment methods.

For the proper evaluation of autograft extender perfor-
mance in this rabbit PLF model, the amount of autograft
used in combination with the extender material is a critical
factor. Indeed, several studies have noted the positive corre-
lation between the amount of implanted autograft and the
fusion rate.27,28,35 By using a low quantity of autograft that
is unable to achieve fusion by itself (�1 cc), the effect of an
autograft extender on fusion success can be reliably evalu-
ated (bone paucity model27). We have determined previ-
ously that 1 cc of autograft alone was not able to achieve
spinal fusion [unpublished data], a finding that has also been
reported by others27,28 However, almost all studies on cal-
cium phosphate autograft extenders that have claimed equiv-
alence to autograft in this model have used quantities of
autograft considerably larger than 1 cc combined with the
extender.36–39 This may lead to a significant overestimation
of the effect of these materials because the volume of auto-
graft might be sufficient to achieve fusion by itself, as was
clearly demonstrated in a study by Miller et al.28 In contrast,
by use of 1 cc of autograft combined with 1 cc of BCP in the
current study, we have unequivocally shown that this mate-
rial with submicron surface topography is an effective auto-
graft extender, since it enhanced the fusion success of 1 cc of
autograft up to the level of the positive control (2 cc of auto-
graft). These results suggest that calcium phosphates with
submicron topography are highly effective bone graft mate-
rials for use in spinal fusion procedures.

It has been demonstrated that biomaterial surface prop-
erties can alter the phenotype of macrophages,16–18 which
are key modulators in the tissue response to medical
implants. These plastic cells are known to differentiate into
various subtypes in response to environmental cues. Typi-
cally, they are classified into two main subpopulations that
have different functionality: the M1 macrophage, which is
microbicidal and promotes an inflammatory response that
can contribute to tissue injury, and the pro-healing, anti-
inflammatory, M2 macrophage, which is involved in tissue
repair and healing.40 Although having opposing functions,
the presence of both subpopulations is important for normal
wound repair and also for the integration and healing of
bone grafts.40 Studies have suggested that an upregulation in
anti-inflammatory M2 macrophages after a transient phase
of inflammation dominated by M1 macrophages is crucial
for enhanced vascularization and osteogenesis.20,21 Recently,

it has been shown that calcium phosphates with submicron
surface topography promote naïve macrophages to adopt the
M2 phenotype in vitro.22 The promotion of M2 macrophages
on submicron topographies might be the underlying mecha-
nism behind the enhanced angiogenesis and bone healing
observed with calcium phosphates with submicron topogra-
phy in vivo.11,14,22

It should be mentioned that all pre-clinical studies are
limited in the attempt to represent a model of a human sce-
nario. The rabbit PLF model provides a biological bed to
evaluate the in vivo performance of bone grafting options
that may facilitate fusion. This model is limited in the ana-
tomical and physiological differences between rabbit and
human as well as the lack of fixation by instrumentation
compared to human PLF. Although this study investigated
calcium phosphates with submicron topography, no calcium
phosphates without submicron topography were included as
control. This would have allowed a more critical evaluation
of the effect of submicron topography on bone graft perfor-
mance in this model. Also, inclusion of additional time-points
would have provided valuable information on the healing
process, like the progression of bone formation early in the
healing process (i.e., 3 weeks) and also the amount of
remaining BCP material after a longer term of implantation
(i.e., 26 weeks). A recommendation for future studies in this
model is to include calcium phosphates with submicron
topography as stand-alone grafts instead of autograft
extenders, in order to evaluate the performance of these
materials in the absence of autograft. However, recently,
these materials have already shown potential as stand-alone
grafts in an Ovine model of instrumented PLF.34

CONCLUSIONS

This study shows equivalent fusion rates between ABG and a
novel synthetic BCP with submicron surface topography
when used as a 1:1 graft extender in a single-level rabbit
PLF model. Using an extensive range of evaluation tech-
niques, a gradual progression of bone formation was deter-
mined, leading to high fusion rates after 12 weeks, with
consistency between groups. Implantation of the BCP mate-
rial within a fast-resorbing polymeric carrier did not affect
treatment outcomes, indicating that the carrier did not
inhibit the bone forming-ability of the material. By these
findings, we can conclude that this novel BCP is a promising
bone graft material for clinical spinal fusion procedures.
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Clinical Evidence 



Use of novel biphasic calcium phosphate with  
submicron surface topography in posterolateral fusion

Introduction

The number of spine fusion procedures continues to increase proportionately with the aging population.1-2 
Posterolateral spinal fusion (PLF) is one of the more challenging clinical indications in the spine requiring a bone 
graft because the aim is to form a large, consolidated bone mass through the paraspinous soft tissues with 
limited host bone contact. A major obstacle associated with this indication is the lack of available local autograft. 
As a result, surgeons continue to search for the most advanced and affordable bone graft in order to achieve 
successful spine fusion without the well-known co-morbidities related to harvesting autograft.3 Usage of 
synthetic calcium phosphate bone graft has increased in recent years as they have demonstrated support of 
bone formation and reduced the need to harvest large amounts of autologous bone.4-5 This class of bone graft 
closely resembles the composition of human cancellous bone and has proven to be cost-effective with a very 
low incidence of adverse reactions and graft-related complications.6 

The body’s natural response to spinal surgery is the upregulation of macrophages, especially the pro-inflammatory 
M1 phenotype.7-8 This can lead to the formation of scar tissue and – ultimately – a non-union. MagnetOs is a 
biphasic calcium phosphate (BCP) bone graft with a unique submicron surface topography. Its submicron 
needle-shaped surface features have been shown, using in vitro studies of human-derived monocytes, to promote 
attachment and spreading of M2 macrophages, reliably leading to the formation of bone instead of scar tissue.9 

In preclinical studies, MagnetOs has been shown to promote bone formation, even in soft tissue, without the 
need for added cells or growth factors.10, *, ¥ MagnetOs is designed to mimic the porous, trabecular structure 
of cancellous bone. Clinically-relevant animal models of posterolateral fusion demonstrate that bone 
formation takes place throughout MagnetOs simultaneously, leading to uniform, solid and stable fusions.11-12, *

The purpose of this evaluation of a consecutive case series was to assess radiographic success, functional and 
pain outcomes following posterolateral lumbar fusion using a novel biphasic calcium phosphate bone graft with 
a unique submicron topography (MagnetOs™, Kuros Biosciences, B.V.).

Methods

1

Four female patients with an average age at the time 
of surgery of 62.7 (50-70 years of age) underwent a 
single or a two-level posterolateral fusion procedure 
for the treatment of degenerative spondylolisthesis 
or deformity using MagnetOs over the transverse 
processes and/or the facet joints. Each of these cases 
involved a perimenopausal/postmenopausal woman;  
a life stage known to negatively affect bone quality 
and cause concern when aiming for a successful 
fusion outcome.

Anteroposterior and lateral radiographs, visual analog 
scale (VAS) for back and leg pain, Oswestry Disability 
Index (ODI), and medication usage were reviewed 
pre-operatively and post-operatively at 2, 3, 6, and 
12 months. VAS and ODI scales were not available 
at 12 months; however, considering the marked 
improvement reported by each patient at 6 months, 
little significant improvement at this time point would 
be appreciated.



2

A 69-year-old woman presented with back and left leg radicular 
pain. Conservative treatment included acupuncture, nerve blocks 
and physical therapy. Pre-operative radiographs and MRI findings 
revealed lumbar scoliosis and foraminal stenosis at L5-S1. Patient 
reported ODI score of 56 and back pain scores equal to leg pain 
(8/10) on VAS. Pain was also managed with a combination of 
Ibuprofen and acetaminophen. Surgical treatment included an 
anterior interbody/posterior fusion with posterior fixation at L5-S1 
and MagnetOs granules mixed with bone harvested from the facets 
placed laterally to the posterior stabilizing hardware.

The patient's leg pain had completely resolved by the 6-month 
visit. The patient reported completely resolved leg pain, reduced 
back pain (4/10), ODI function score of 34 and medication 
usage had significantly reduced. Radiographs revealed fusion 
progression with good incorporation of MagnetOs in the 
posterior fusion mass. Bone remodeling and graft resorption 
were evidenced by the loss of granular appearance graft. The  
12-month visit radiographs showed solid bilateral bridging fusion. 
The patient indicated all pain medication had ceased,  and 
clinically no further surgery was indicated.

Case Study 1     ALIF

Complete fusion mass at 12 months post-procedure MagnetOs transitioning from granular appearance to 
trabecular bone bilaterally at 3 months post-procedure 

3-months 6-months

12-months

Continuing observable resorption of MagnetOs  
with good incorporation at 6 months post-procedure



3

A 50-year-old female presented with intractable 10/10 back pain 
and 8/10 right leg pain on VAS, pre-operatively. Following failed 
conservative care, which included MS Contin and Tramadol 
for pain, nerve blocks and physical therapy, surgery was 
indicated. Pre-operative radiographs and MRI imaging revealed 
degenerative spondylolisthesis at L4-5. She underwent a 
posterolateral fusion with instrumentation at L4-5 with 
MagnetOs granules used as an extender over the lateral gutters 
combined with a posterior lumbar interbody fusion at 

L4-5 using a PEEK coated interbody device packed with local 
bone. Imaging at 6 months showed the progression of fusion 
with good bone remodeling and the development of bilateral 
bridging. The patient reported minimal back pain (3/10) and leg 
pain (1/10) requiring only Tramadol 50 mg daily. Her function 
score dropped from 54 pre-operatively to 20. At the 12-month 
visit, radiographs demonstrated a solid bilateral fusion and 
Tramadol only prescribed as needed.

Case Study 2     PLIF

3-months 6-months

12-months

Fused; bilateral bridging bone mass observed at 12 months  
post-procedure 

Evidence of graft material resorption with maturing bone integration at  
3 months post-procedure

Continued bone remodeling with progression of fusion at  
6 months post-procedure 



4

A 62-year-old female with back pain, bilateral leg pain, and 
paresthesia. She required the use of a wheelchair to ambulate and 
has resultant paraspinal muscle atrophy. She had lumbar fusion 
surgery at L4-5, L5-S1 10 years prior. Patient reported 
pre-operative 10/10 back pain, 9/10 leg pain, and a very poor ODI 
function score of 78. Conservative care included physical therapy 
and pain medication through a combination of Duragesic, 
Duloxetine, and Amitriptyline. MRI and plain radiographs showed 
degeneration at L2-3, degenerative spondylolisthesis at L3-4,  and 
a fusion L4-S1 with loss of lordosis. 

The surgical plan involved extending the fusion above the 
previous fusion levels and decompression at L3-4. A 2-level 
posterolateral fusion with fixation at L2-3, L3-4 placing 

MagnetOs granules, which were mixed with local bone, in the 
intertransverse process area was performed in combination 
with interbody fusion at the same levels. Radiographs at 6 
months demonstrated fusion progression, good incorporation of 
MagnetOs into the fusion bed and graft resorption evidenced by 
the change from granular to more trabecular appearance. The 
patient was still rehabilitating but reported significantly improved 
pain and function scores. Her back pain score decreased from 
10/10 to 4/10 on the VAS, leg pain decreased from 9/10 to 1/10, 
and her ODI score improved from 78 to 40. Pain medication 
usage reflected the reported improvement in pain, as narcotics 
were discontinued. At 12 months, the radiographs revealed 
a solid fusion bilaterally and medication had been reduced to 
Tramadol 50 mg as needed.

Case Study 3     XLIF

2-months 6-months

12-months

Complete fusion evidenced by bilateral bridging bone in the 
lateral gutters at 12 months post-procedure 

Early post-operative incorporation with granular appearance at 2 months 
post-procedure 

Ongoing remodeling with fusion progression at 6 months 
post-procedure



5

A 70-year-old female with a history of prior decompression 
at L4-5 and fusion at L5-S1 presented with back pain greater 
than leg pain. She had failed conservative treatment consisting of 
physical therapy and pain management. Patient reported 
8/10 back pain, 2/10 leg pain, and a poor ODI function score of 
60. Pre-operative radiology reports revealed degenerative 
spondylolisthesis at L4-5. She underwent a posterolateral fusion 
with fixation at L4-5. MagnetOs granules were mixed with  
bone harvested from the facets and placed medially to the 
posterior stabilizing hardware. The surgical plan also included  
an interbody fusion at L4-5. 

Radiographic imaging at 3 months post-op demonstrated fusion 
progressing well, good graft incorporation and resorption 
with noticeable changes from granular to a more trabecular 
appearance. The patient reported marked improvement in pain 
and function scores. Her back pain had decreased from 8/10 
to 1/10 on the VAS scale, leg pain was completely resolved, 
and her ODI function score improved from 60 to 20. All pain 
medications had been discontinued other than OTC Tylenol, as 
needed. At 12 months, the x-rays demonstrated solid fusion and 
full incorporation of bone graft as demonstrated by increased 
radiopacity at the facets. 

Case Study 4     TLIF

Post-op 3-months

12-months

Fusion; complete incorporation and transition to solid bone 
over the facet at 12 months post-procedure 

MagnetOs placed over the facets

Increased radiopacity over facet joint indicative of fusion 
progression at 3 months post-procedure 



Discussion

Historically, conventional synthetic bone grafts such as β-TCP have underperformed when compared to 
autograft in spinal fusion.13 The cases described herein clearly demonstrate the effective use of a biphasic calcium 
phosphate with a novel submicron surface topography in achieving fusion in the posterolateral spine. This cohort 
includes four (4) women of menopausal/post-menopausal age at risk for diminished host bone quality. 
MagnetOs granules were implanted over the facets and/or in the lateral gutters. The posterolateral spine 
environment is a challenging biological and biomechanical environment, as it provides limited host bone contact 
and significant exposure to soft tissues.14

Each case reported successful outcomes radiographically and in pain and function scores. Regular follow-up x-rays 
showed the replacement of the granular nature of the graft with trabecular bone over time. Significant pain and 
function improvements were demonstrated with a 67.5% average (range 50%-90%) improvement in back pain 
and a 95% average (range 90-100 percent) improvement in leg pain. The function scores improved an average 
31.5 points (range 22-40 points) and pain medication usage was dramatically reduced or eliminated. There were 
no device-related adverse events reported and none of the patients required revision surgery within 12 months 
following the index procedure. Despite this being a small cohort of patients, these preliminary findings indicate 
that MagnetOs is an effective bone graft for posterolateral fusion, worthy of future clinical research. 
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In these cases, MagnetOs was implanted as an extender to bone in posterolateral fusion. Please refer to the instructions for use for a full list of indications, 
contraindications, warnings and precautions.

6

Conclusion

This case series review demonstrates successful fusion results in a potentially bone density challenged group. 
It shows that MagnetOs directs bone formation early in the healing process and the graft resorbs at a 
physiologically balanced rate, thus supporting the transition from woven to trabecular bone and the development 
of uniform, stable and solid posterolateral fusions. These outcomes confirm results from preclinical studies that 
MagnetOs is an ideal bone graft extender for use in posterolateral fusion.

Manufactured by Kuros Biosciences BV, Prof Bronkhorstlaan 10, Building 48, 3723 
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